


CAUTION:

  

 

 
  

 

 

  

 
 
 

 
 

 Confirm that the needle is in the 
shielded position prior to disposal.

CAUTION - Never use a blood 
collection set without a holder 
or syringe attached.

 Discard the entire shielded blood  
collection set and holder into an  
approved sharps disposal container.
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For additional information, call 
1.844.8.BDLife (1.844.823.5433) 
or visit bd.com/vacutainer/ultratouch 
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Catalog no.

368689

367365
367364
367363

Description

21 G x .75" needle with 12" tubing with preattached holder

21 G x .75" needle with 12" tubing and luer adapter

23 G x .75" needle with 12" tubing with preattached holder

23 G x .75" needle with 12" tubing and luer adapter

25 G x .75" needle with 12" tubing with preattached holder

25 G x .75" needle with 12" tubing and luer adapter

Shelf pack/case  

20/100

50/200

20/100

50/200

20/100

50/200

Ordering information

368688
368687

364815           BD Vacutainer® One-Use holder 250/1,000 Handle all biologic samples and blood collection “sharps” 
(i.e., lancets, needles, luer adapters, and blood collection sets) 
in accordance with the policies and procedures of your 
facility. Obtain appropriate medical attention in the event of 
any exposure to biologic samples (e.g., through a puncture 
injury), since samples may transmit viral hepatitis, HIV (AIDS), 
or other infectious diseases. Utilize any safety-engineered 
feature if the blood collection device provides one. Discard all 
blood collection “sharps” into biohazard containers approved 
for their disposal.    

BD Life Sciences, 7 Loveton Circle, Sparks, MD 21152
1.800.638.8663 
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Step 3: Blood collection with BD Vacutainer® UltraTouch™  
Push Button Blood Collection Set5

•	 The device is designed to be activated while the needle is still in the patient’s vein. Place a sterile gauze 
pad on the venipuncture site. Allow gauze pad to cover nose of front barrel. Following the collection 
procedure, and (while the needle is still in the vein), grasp the body with the thumb and middle finger.

6a)	 Activate the button with the tip of the index finger. The needle will slide out of the venipuncture site and 
lock into place.

6b)	 Do not impede needle retraction.

6c)	 Apply pressure to the venipuncture site in accordance with your facility’s protocol.

Step 4: Patient skin care
•	 Place the gauze pad over the site, continuing direct pressure. Check that bleeding has ceased and apply an 

adhesive or gauze bandage over the site. 

•	 After all specimens have been collected, remove remaining skin antiseptic from collection site using a sterile 
alcohol swab. 

Step 5: Disposal 
•	 Confirm that the needle is in the shielded position prior to disposal.

•	 Discard the entire shielded blood collection set and holder into an approved sharps disposal container.

•	 Dispose of all other used materials in appropriate container and wash hands.  

Step 6: Label vials
•	 To prevent clotting, blood culture vials or tubes should be inverted gently according to the manufacturers 

instructions as soon as possible after blood is drawn.1

•	 Label all vials according to institutional guidelines. DO NOT write on or place any labels over the BD BACTEC™  
vial barcode, as this is used by the instrument to process the specimen. 

Step 7: Additional cultures may be collected in a similar way2

•	 A different venipuncture site should be used for each culture set collected. 

NOTE: Transfer blood culture vials to laboratory immediately. Minimizing delays to the laboratory will improve 
turn-around-time for test results.

Blood culture collection instructions 

For additional information, call 1.844.8.BDLife (1.844.823.5433) or visit: bd.com/bsi

  BD BACTEC™ Blood Culture Media
Cat. No. Description Quantity

442021 BD BACTEC™ Lytic/10 Anaerobic/F Culture Vials in plastic 50 bottles

442265 BD BACTEC™ Lytic/10 Anaerobic/F Culture Vials in glass 50 bottles

442022 BD BACTEC™ Plus Anaerobic/F Culture Vials 50 bottles

442023 BD BACTEC™ Plus Aerobic/F Culture Vials 50 bottles

442020 BD BACTEC™ Peds Plus™/F Culture Vials 50 bottles

442024 BD BACTEC™ Standard Anaerobic/F Culture Vials 50 bottles

442027 BD BACTEC™ Standard/10 Aerobic/F Culture Vials 50 bottles

442794 BD BACTEC™ Myco/F Lytic Culture Vials 50 bottles

  BD Vacutainer® UltraTouch™ Push Button Blood Collection Sets
Cat. No. Description Shelf pack / Case

364815 BD Vacutainer® One-Use Holder 250/1,000

367363 25 G x .75” needle with 12” tubing and luer adapter 50/200

367364 23 G x .75” needle with 12” tubing and luer adapter 50/200

367365 21 G x .75” needle with 12” tubing and luer adapter 50/200

368687 25 G x .75” needle with 12” tubing with preattached holder 20/100

368688 23 G x .75” needle with 12” tubing with preattached holder 20/100

368689 21 G x .75” needle with 12” tubing with preattached holder 20/100

References
1. CLSI. Collection of Diagnostic Venous Blood Specimens, 7th ed CLSI Standard GP41 Wayne PA. Clinical and Laboratory Standards Institute: 2017
2. CLSI. Principles and Procedures for Blood Cultures. 2nd ed. CLSI guideline M47. Clinical and Laboratory Standards Institute; 2022
3. BD BACTEC™ Plus Aerobic/F Culture Vials Instructions for Use. Sparks, MD: Becton, Dickinson and Company; 2023 
4. BD BACTEC™ Peds Plus™/F Culture Vials Instructions for Use. Sparks, MD: Becton, Dickinson and Company; 2019.
5. BD Vacutainer® UltraTouch™ Push Button Blood Collection Set Instructions for Use. Franklin Lakes, NJ: Becton, Dickinson and Company; 2024
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