
Nursing administration using 
BD PhaSeal™ Optima Connector



BD PhaSeal™ Optima 
Connector C35-O  

Note: The BD PhaSeal™ Optima 
Connector should remain connected  
to the IV line to maintain a closed 
system and may be used for additional 
IV administration or IV push  
procedures up to 10 penetrations.* 
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1. �Luer lock the connector onto  
the patient’s IV line or access  
port per facility protocol.

2. �Engage the injector on the IV  
administration set to the connector  
by pushing the injector straight onto  
the connector until the two pieces  
snap together. Release clamp and  
administer infusion per facility protocol.

3. �Once the infusion is complete,  
stop the pump, clamp the IV lines  
and disengage the injector by  
pulling straight back.
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Note: Follow your institutional guidelines for disinfecting prior to initial  
entry or reconnection. Disinfect the device by scrubbing with 70% isopropyl  
alcohol and wiping with friction, using a twisting motion for at least  
three seconds. Allow wiped surfaces to dry for a minimum of one minute.

* �The total activation time of the injector with  
the connector should not exceed 24 hours.


